Background {#Sec1}
==========

While early enamel lesions are likely to progress to the dentine, this process occurs relatively slowly over a period of at least 2 years. Early diagnosis of such enamel lesions allows timely intervention and helps to stop or reverse the progression of lesions \[[@CR1]\]. Dental radiography is a very important diagnostic tool for the intraoral evaluation of children. In most cases, radiological investigations reveal important additional findings; however, the risks associated with radiography cannot be overlooked. The radiation dose should be kept as low as possible for both the patient and the dentist. Even if the radiation dose is very low, it is important to consider that radiation has the potential to cause biological harm. The younger the individual is, the greater the sensitivity to radiation due to the large number of dividing cells in young children. The motivations in obtaining radiographic images of the teeth and surrounding tissues in children mainly include the diagnosis of 1) decay, 2) traumatic dental injuries, 3) tooth eruption disorders, and 4) pathologies other than decay. Currently, digital radiographic methods are preferred over analog films in most clinics. The image quality achieved with digital radiography is similar to that of analog films but still depends on the digital system used. In terms of patient comfort, it has been reported that pediatric patients may find the abovementioned methods uncomfortable \[[@CR2]\]. Although the use of these methods is quite common in dentistry, only a limited number of studies in the literature have reported the evaluation of patient comfort during such procedures \[[@CR3]\]. There have been even fewer studies evaluating the comfort of pediatric patients during radiographic investigations \[[@CR4]--[@CR6]\]. Radiographic examination is usually considered a difficult, uncomfortable procedure for pediatric patients because the film is not easily positioned in the patients' small mouths. Moreover, in some cases, the patients are less tolerant, more anxious and not as understanding \[[@CR4]\]. Accordingly, although intraoral periapical radiographic methods are used in clinical practice, the preferred method should be the one associated with the least patient discomfort \[[@CR7]\]. Two different imaging modalities can be used while obtaining X-rays -- digital and conventional imaging \[[@CR2]\]. Contrary to conventional imaging systems, digital imaging does not require the use of film bath solutions but instead involves the use of sensors that simultaneously form an image on a computer screen with the aid of computer-based imaging systems \[[@CR8]\]. The image can be seen on a monitor within 0.5--120 s, which is significantly shorter than the time required for the conventional film bath process \[[@CR9]\]. Direct digital imaging involves an X-ray device, an intraoral sensor and a computer \[[@CR3], [@CR9]\]. The sensors can be cabled or wireless. CCDs are the most commonly used image receptors in dental digital imaging and involve a semiconductive layer on a silicon chip that is sensitive to light and X-rays \[[@CR8]\]. A PSPL (photostimulable phosphor luminescence) system is a wireless sensor consisting of a phosphorus-coated plastic plate that is not attached to a computer by a cable and is sensitive to X-rays \[[@CR10]\]. The active area of phosphorus plates are larger than that of a CCD, and manipulating the former in the oral cavity is easier as they are thinner and more similar to periapical films in terms of size \[[@CR11]\]. The outer surface of the sensors is generally rigid; therefore, placing them into the mouth to image the posterior region may be quite challenging, particularly in children. The sensors are fixed within the mouth either by pressure applied by the patient's finger or by the use of sensor holders, after which the dentist makes necessary adjustments to the angle using a conventional radiographic device and initiates the exposure \[[@CR12]\]. Today, the use of digital radiography systems is quite common, although some clinics still use the conventional method \[[@CR2]\].

After a patient is prepared for an intraoral radiographic scan, the exposure is adjusted, the oral cavity is examined, the film and roentgen tube are positioned, and finally, the radiograph is obtained \[[@CR8]\]. The child's age, developmental status, cognitive and communication skills, and previously experienced pain should be considered when evaluating pain in pediatric patients. Obtaining accurate and reliable measurements of the level of pain in children is difficult, which has led to the development of several pain measurement methods for use in neonates, infants and children. Healthcare professionals should be able to understand the signs and symptoms of pain in children of different age groups, to identify whether the symptoms are due to pain or other factors in different groups \[[@CR13]\] and to minimize pain and anxiety as much as possible while ensuring patient safety \[[@CR12]\].

Children tend to become more capable of describing increases in pain with age and experience \[[@CR14]\]. While selecting a method for the measurement of pain, factors such as the stage of pain development and the patient's age and level of understanding should be considered, as well as functional status, abilities and emotional status \[[@CR15]\]. By the time they reach the age of four, the majority of children are usually able to differentiate pain on a scale of 4--5. However, their ability to recognize pain develops as they become able to comprehend the intensity of pain, and this ability is usually developed at around the age of five \[[@CR16]\]. To obtain pain reports in this age group, facial expression scales are generally used, in which children choose the facial expression that best describes the pain they feel or experience \[[@CR17]\]. The scale developed by Wong and Baker is recommended for use in children aged 3 years and older. This scale requires health professionals to describe each face to the child, after which the child is asked to select the face that best reflects their current pain level. The pain score is determined based on the numerical values assigned to the faces, with the lowest and highest scores being 0 and 5, respectively; the high scores indicate lower pain tolerance, and the low scores reflect more tolerable pain \[[@CR16]\]. Upon reaching the age of 7--8 years, children begin to understand the quality of pain. The VAS (visual analog scale) is the most commonly preferred method for use in this age interval \[[@CR16]\].

The present study evaluates perception of pain associated with intraoral radiography in pediatric patients through statistical comparisons of data obtained from the Wong-Baker FACES Pain Raiting Scale (WBFPRS) and VAS scoring.

Methods {#Sec2}
=======

Approval for this study (71306642) was obtained from the Bezmialem Vakif University Rectorate Clinical Research Ethics Committee. A total of 75 pediatric patients aged 6--12 and their parents, who were referred to Bezmialem Vakif University Department of Pediatric Dentistry for examination and had no systemic disease, physical disability or intellectual disability, pain, acute infection or trauma were included in the study. The parents of the included children were given a detailed explanation of the purpose and methods of the planned clinical research study and provided verbal and written informed consent for participation in the study.

Power analysis was performed, and the results of the power calculation considering the VAS variance revealed that the minimum sample size for each group was 25. This value was determined by projecting the power as 0.80, the mean difference as △ = 1, and the significance level as a = 0.05.

In this study, three different intraoral radiographic methods were used: analog films (CEA intraoral film, Sweden), and CCD sensors (Planmeca® Prosensor, Finland) and phosphorus plates (DÜRR Dental PSPL sensor, Germany), with the latter two as the digital methods (Fig. [1](#Fig1){ref-type="fig"}). Fig. 1Sensors used in this study, from left to right: (**a**) DÜRR Dental PSPL sensor (Bietigheim-Bissingen, Germany), (**b**) CEA intraoral film (Strängnäs, Sweden) and (**c**) Planmeca® Prosensor (Helsinki, Finland)

Simulations of each of these three radiological methods were performed on 25 pediatric patients. To avoid for formation of potential age clusters, these participants were randomly divided into simulation groups with equal numbers of patients aged 6--12. Because wearing lead aprons and thyroid protectives may also affect patient comfort, these items were avoided to ensure that the results were not affected during the simulations.

Each simulation was performed at the same site for each participant by positioning the sensors to obtain periapical films of the right posterior teeth of the lower jaw and applying a bisector technique. To avoid any cross-infection, the sensors were placed in single-use plastic sheaths before each simulation. All scan simulations were performed by the same individual who used the same-sized films and sensors to ensure standardization. Size 0 films and sensors, which are appropriate for pediatric patients, were preferred in this study; the size of the CCD sensor was 33.6 × 23.4 × 14 mm, that of the analog film was 22 × 35 × 0.77 mm, and that of the PSPL sensor was 21 × 31 × 1 mm.

In parallel to the exposure time, a simulation time of 10 s was selected.

Following the simulation, the meaning of each facial expression according the WBFPRS and the numbers on the VAS (Fig. [2](#Fig2){ref-type="fig"}) were explained to each child, and the children were then asked to evaluate the time period of the simulation in terms of comfort and to mark the values they deemed appropriate on the WBFPRS (Fig. [3](#Fig3){ref-type="fig"}) and the VAS. Because the vertical or horizontal alignment of the VAS does not affect the results, the scale was positioned vertically to facilitate the children's understanding of the VAS. The obtained comfort scores were statistically compared based on the receptor type used. The required permission for publishing the use of the Wong-Baker FACES Pain Raiting Scale was received from the Wong--Baker FACES Foundation. Fig. 2VAS used for the study Fig. 3WBFPRS used for the study

Each child was radiographed with only one imaging technique, and the pain perception of the patients against the radiographic technique was evaluated with two different scales.

The statistical analyses were performed using SPSS 24.0 (Statistical Package for the Social Sciences) program. For the comparison between groups, the homogeneity of the variances was tested with Levene's test; because the variances were not homogeneous, Welch's test was used. Tamhane's T2 test was used because the homogeneity assumption was not provided to determine the source of difference between the groups. The 0.05 significance level was used to test the significant differences between the average points of the groups.

Results {#Sec3}
=======

A total of 75 patients were included in the study, and the median age was 9 years. There was no statistically significant difference between the ages of the patients in the radiography method groups \[FWelch = .107, *p* \> 0.05\]. A total of 53.3% of the patients were females, and 46.7% were males. When patient comfort was considered, in the study groups, 64% of the female (F) participants were examined using the analog film, 60% using CCD, and 36% using PSPL. 64% of the male (M) participants were examined using the PSPL, 40% using CCD, and 36% using analog films.

The gender distribution was homogeneous in all groups, and there was no significant difference between male and female participants when comfort was compared using the three methods. The descriptive statistics of age, WBFPRS and VAS by subgroups and those for the total sample are shown in Table [1](#Tab1){ref-type="table"}. Table 1Descriptive statistics of age, WBFPRS and VAS by subgroups and for the total sampleGroupAGE^a^WBFPRS^b^VASANALOG FILM(*n* = 25)Median9.001.000.00Minimum600Maximum1223Mean8.96.72.76Std. Deviation2.010.7371.012^c^PSPL(*n* = 25)Median9.000.001.00Minimum600Maximum1223Mean8.96.44.92Std. Deviation1.989.583.997^d^CCD SENSOR(*n* = 25)Median9.002.001.00Minimum600Maximum1234Mean8.761.401.72Std. Deviation1.6151.0411.487TOTAL(*n* = 75)Median9.001.001.00Minimum600Maximum1234Mean8.89.851.13Std. Deviation1.857.8961.245^a^*WBFPRS* Wong-Baker FACES Pain Raiting Scale^b^*VAS* Visual Analog Scale^c^*PSPL* Photostimulable Phosphor Luminescence^d^*CCD* Charge-Coupled Device

The WBFPRS pain scores obtained using the radiographic methods were initially compared by checking the homogeneity of variance by Levene's test (F (2.72) = 7.535, *p* \< 0.05), and the methods were compared using Welch's ANOVA test. According to the WBFPRS pain scores, there was a statistically significant difference between the radiographic method groups (FWelch = 8.017, *p* \< 0.05) (Table [2](#Tab2){ref-type="table"}). When pain was examined using the CCD sensor method according to conventional and PSPL methods, there was a statistically significant difference between the scores (*p* \< 0.05). The average differences showed that patients who were examined using the CCD sensor method had higher pain scores than those of patients examined using the analog film and PSPL methods. Table 2Post hoc comparisons with Tamhane's T2 test among the radiography groups according to the ^\*^WBFPRS(I) Radiography Groups(J) Radiography GroupsMean Difference (I-J)Std. ErrorSig.95% Confidence IntervalLower BoundUpper BoundConventional MethodPSPL.280.187.3711859.745CCD Sensor- 680^\*^.255.032−1.3136.046^\*\*^PSPLConventional Method−.280.187.371−.7459.185CCD Sensor−.960^\*^.238.001−1.5561−.363^\*\*\*^CCD SensorConventional Method.680^\*^.255.032.04641.313PSPL.960^\*^.238.001.36391.556\**P* \< 0.05^\*^*WBFPRS* Wong-Baker FACES Pain Raiting Scale^\*\*^*PSPL* Photostimulable Phosphor Luminescence^\*\*\*^*CCD* Charge-Coupled Device

To determine whether the VAS scores differed significantly according to the radiographic method groups, homogeneity of variance was checked by Levene's test (F (2.72) = 5.726, *p* \< 0.05), followed by Welch's test. According to the VAS pain scores, there is a statistically significant difference between the radiographic method groups (FWelch = 3.664, *p* \< 0.05). Tamhane's T2 test was applied to determine which groups contributed to the difference (Table [3](#Tab3){ref-type="table"}). When pain was examined using the CCD sensor method according to the conventional method pain scores, there was a statistically significant difference between the scores (*p* \< 0.05). The average differences showed that patients who were examined using the CCD sensor method had higher pain scores than those of patients examined using the traditional method. Table 3Post hoc comparisons with Tamhane's T2 test among the radiography groups according to the ^\*^VAS(I) Radiography Groups(J) Radiography GroupsMean Difference (I-J)Std. ErrorSig.95% Confidence IntervalLower BoundUpper BoundConventional MethodPSPL−.160.284.924−.862.542CCD Sensor−.960^\*^.359.032−1.854−.066^\*\*^PSPLConventional Method.160.284.924−.542.862CCD Sensor−.800.357.090−1.690.090^\*\*\*^CCD SensorConventional Method.960^\*^.359.032.0661.854PSPL.800.357.090−.0901.690\**P* \< 0.05^\*^*VAS* Visual Analog Scale^\*\*^*PSPL* Photostimulable Phosphor Luminescence^\*\*\*^*CCD* Charge-Coupled Device

The subjects with the CCD sensor complained more than did those examined using the conventional and PSPL methods. According to the results, the CCD sensor method was the most disruptive.

Discussion {#Sec4}
==========

During conventional and digital radiological imaging studies, patient comfort may be negatively affected depending on the physical characteristics of the sensors used. Although patient comfort affects the dose of radiation to which patients are exposed, as radiographic procedures need to be repeated when the results are not satisfactory, this topic has been investigated in only a limited number of studies \[[@CR3]--[@CR6], [@CR18]\]. The present study is unique in that no previous study has investigated patient comfort in pediatric patients in the 6--12 age group.

In a study carried out by Wenzel et al. \[[@CR18]\], patient comfort during bitewing radiography obtained in 130 adult patients using either a CCD sensor or a PSPL sensor were compared and evaluated based on the VAS. The results of that study showed that the PSPL sensors were more comfortable than the CCD sensors for bitewing radiography. However, contrary to the present study, that study did not involve the use of conventional methods and compared only digital methods.

In another study, Gonçalves et al. \[[@CR3]\] evaluated patient comfort in 300 adult subjects using the VAS during periapical radiographic simulations performed with a film holder and holder-free analog films, as well as with different CCD and PSPL sensors. The authors reported that the highest level of patient comfort was achieved with the PSPL sensor, followed by the CCD sensors, film holder-free analog films, and film holder analog films. According to these researchers, the reasons for these results were the thickness, flexibility and round corners of the PSPL sensor. Although the PSPL sensor and analog film we used in our study received a score of 0, the CCD sensor received a score of 2. These scores may explain the lack of statistical significance between the PSPL sensor and analog film groups in our study. Additionally, it is thought these results are different from those of our study because of the mean age of the patient groups. In addition, we preferred not to use film holders in our research because they already contribute to reducing patient comfort, and we planned to compare digital sensors and analog films with only the discomfort caused by their physical properties.

Even though the image quality achieved with digital radiography is similar to that achieved with conventional radiography, the digital system used is still an important factor. No previous study has investigated the use of digital radiography in children, and the advantages of these methods are undervalued due to their inherent disadvantages, such as the acceptability of phosphorus plaques or sensors by children.

Dölekoğlu et al. \[[@CR19]\] reported that digital imaging systems are not preferred by general dentists aged 40--50 because of the high costs associated with these systems and the general lack of knowledge of this technology. The major reasons for using digital radiography are the reduced radiation dose and the ability to edit the image if necessary for optimal display \[[@CR19]\].

In general dental practice, the number of dentists who prefer using digital dental radiography continues to grow. In the past, the type and use of digital radiographic equipment has already been the subject of several studies in multiple countries. These studies have shown an increased availability of dental radiographic units throughout the years, with an exponential increase in digitalization. In a recent survey, 90% of the respondents in Belgium reported using digital intraoral radiography \[[@CR20]\]. In 2005, Ilgüy et al. \[[@CR21]\] reported that 14% of general dentists used digital radiography and that 6.5% used panoramic units. In total, 39.4% of dentists practicing in a hospital and 2.2% of dentists working in a private practice use panoramic units \[[@CR21]\]. In a more recent survey conducted in 2011 by Dölekoğlu et al. \[[@CR19]\], 67% of the respondents reported using digital radiography. The percentage of dentists using digital radiography in Turkey was higher than that in other countries \[[@CR22]--[@CR24]\].

The statistical analyses of the data collected in this study indicated that the level of patient comfort was not significantly different between the PSPL sensor and analog film, while the children reported the CCD sensor to be the most uncomfortable. When the radiographic techniques were compared, there was a significant difference between the analog film and the CCD sensor on both pain scales, whereas a significant difference was found between the PSPL and CCD sensors when compared on the WBFPRS only. According to a study on validating the VAS and WBFPRS pain scales in children, the WBFPRS has the potential to be an excellent measure of treatment effects in school-age children and adolescents \[[@CR25]\]. The results of our current study suggest that children have more difficulty using the VAS than the WBFPRS.

Considering these results, we believe that the thickness of the CCD sensor constitutes a great disadvantage. However, there was no statistically significant difference between the PSPL sensor and analog film because of their similar size. All three methods were applied without using film holders; the film/sensor was placed in the mouth parallel to the long axis of the tooth and was held in the mouth by the patient's finger. We considered the influence of the oral characteristics, such as mouth opening and palate width of the subjects, to be negligible because the randomization of the subjects yielded no significant differences in baseline oral health status and oral cavity structures between the groups. Because the simulation was performed on pediatric patients without using a film holder, we believe that comfort was more negatively affected, especially in the CCD sensor group, because of the rigidity of the sensor and the difficulty of stabilizing it in the mouth. Based on these findings, we suggest that the thickness and size of the sensor and the involvement of a cable are among the most important factors affecting patient comfort.

Conclusions {#Sec5}
===========

According to the results of this study, the CCD sensor causes the most disturbance, and there is no significant difference in discomfort between using the PSPL method and using the analog film.

Nevertheless, as conventional methods involve the use of bath solutions, prohibit any image adjustment and result in the loss of time, the use of PSPL as a digital method may be recommended for children. The patient-reported level of discomfort for this sensor appears to be mild, and the use of this sensor is associated with certain advantages, such as saving time, allowing adjustments to be made, reducing the radiation dose, and permitting measurements to be made on the images while also eliminating the need for chemical procedures and consequently minimizing environmental pollution. However, large-scale studies are required to evaluate the comfort associated with different radiographic methods in pediatric patients.
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